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Although speech understanding is highly variable amongst cochlear implants (CIs) subjects, the
remarkably high speech recognition performance of many CI users is unexpected and not well under-
stood. Numerous factors, including neural health and degradation of the spectral information in the
speech signal of CIs, likely contribute to speech understanding. We studied the ability to use spectro-
temporal modulations, which may be critical for speech understanding and discrimination, and hy-
pothesize that CI users adopt a different perceptual strategy than normal-hearing (NH) individuals,
whereby they rely more heavily on joint spectro-temporal cues to enhance detection of auditory cues.
Modulation detection sensitivity was studied in CI users and NH subjects using broadband “ripple”
stimuli that were modulated spectrally, temporally, or jointly, i.e., spectro-temporally. The spectro-
temporal modulation transfer functions of CI users and NH subjects was decomposed into spectral
and temporal dimensions and compared to those subjects' spectral-only and temporal-only modulation
transfer functions. In CI users, the joint spectro-temporal sensitivity was better than that predicted by
spectral-only and temporal-only sensitivity, indicating a heightened spectro-temporal sensitivity. Such
an enhancement through the combined integration of spectral and temporal cues was not observed in
NH subjects. The unique use of spectro-temporal cues by CI patients can yield benefits for use of cues that
are important for speech understanding. This finding has implications for developing sound processing
strategies that may rely on joint spectro-temporal modulations to improve speech comprehension of CI
users, and the findings of this study may be valuable for developing clinical assessment tools to optimize
CI processor performance.

© 2017 Elsevier B.V. All rights reserved.
1. Introduction

Humans communicate using sounds that are modulated in
amplitude, across both frequency and time. These modulations are
not mutually exclusive. Human speech is characterized by a com-
plex and continuous pattern of jointly varying spectral and tem-
poral modulations. Temporal modulation patterns carry important
syllable boundary information, and spectral modulation patterns
carry formant and pitch information; joint spectro-temporal pat-
terns carry information about formant transitions (Liberman,1996).
The rates of temporal amplitude modulations in speech range from
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those found in syllables (2e5 Hz) and phonemes (15e30 Hz) to
those of vocal fold oscillations (>100 Hz) (Rosen, 1992). Spectral
modulation rates critical for vowel identification and speech
comprehension range from1-4 cycles/kHz (for a center frequency of
500 Hz, 4 cycles/kHz ¼ 2 cycles/octave) (Liu and Eddins, 2008), and
rates for vocal gender identification occur at 3e7 cycles/kHz (Elliott
and Theunissen, 2009). In normal hearing (NH) subjects, accurate
perception of spectral, temporal and spectro-temporal modulations
facilitates success on basic auditory tasks such as sound recognition
and speech intelligibility (Bregman, 1990; Shannon et al., 1995;
Elhilali et al., 2003; Woolley et al., 2005). Further, accurate speech
perception depends on the integrity of neural mechanisms in the
auditory periphery and central system. Sounds are filtered into
frequency-specific “channels” by the auditory periphery, i.e., the
cochlea and auditory nerve. In the central auditory system, areas
including the auditory midbrain and cortex selectively respond to
spectro-temporal auditory cues (Kowalski et al., 1996; Theunissen
s enhance modulation sensitivity in cochlear implant users, Hearing
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Fig. 1. Experimental stimuli. (A) Schematic diagram of spectro-temporal modulation
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et al., 2000; Escabí et al., 2003). Maintaining an intact peripheral
representation is essential for forward-transfer of information to
central auditory centers, which are ultimately responsible for
speech perception.

An increasing number of patients with sensorineural deafness
receive cochlear implants (CIs) with the purpose of improving
everyday communication, which relies on accurate speech intelli-
gibility. The CI is aimed at replacing the function of the cochlea,
bypassing damaged sensory hair cells and electrically stimulating
the auditory nerve (Wouters et al., 2015). CI users do show some
sensitivity to spectral and temporal cues, thus gaining access to at
least some aspects of the speech signal. However, variability
amongst CI users in speech understanding is very high, such that
some patients perform significantly worse than NH subjects while
others exhibit near-normal speech comprehension (Peterson et al.,
2010; Holden et al., 2013).

The highly variable performance may partly arise from adoption
of different strategies for extracting temporal and spectral cue in-
formation. The way frequency and timing cues are perceptually
integrated can be evaluated by measuring sensitivity to changes in
combined spectro-temporal cues. Although spectro-temporal
sensitivity, as it pertains to speech intelligibility, has been studied
in NH subjects (Chi et al., 1999), spectro-temporal sensitivity in CI
users remains unexplored. We hypothesize and demonstrate that,
unlike NH subjects, CI users adopt a novel perceptual strategy in
which they have heightened detection sensitivity to spectro-
temporal modulations. Such an enhancement in the spectro-
temporal modulation sensitivity could facilitate extraction and
detection of auditory cues in spoken language through the
degraded electrical stimulation that CIs provide.
envelope profiles. Each plot depicts the spectro-temporal modulation to which a
particular spectral modulation frequency and temporal modulation frequency is tuned.
The stimulus envelopes are modulated to spectral-only (vertical spacing of bars, right
column), temporal-only (horizontal spacing of bars, top row), or spectro-temporal
modulation (tilted spacing bars). The top-right plot represents the unmoduated
signal. (B) Spectro-temporal modulation envelope with different peak-to-valley mod-
ulation contrasts. From left-to-right, the decreasing modulation contrast is demon-
strated by the color contrast which transitions from sharp (red-to-blue) to shallow
(yellow-to-cyan).
2. Materials and methods

2.1. Subjects

Nine bilateral CI users (9 females) with Nucleus devices partic-
ipated in the study (Table 1). Nine normal hearing subjects (4 males
and 5 females), ranging in age from 20 to 34 years were tested in
this study. All subjects had pure tone thresholds at or below 20 dB
HL octave interval frequencies between 250 and 8000 Hz. Also, for
each subject, the thresholds between the two ears differed by less
than 15 dB at any tested frequency. They consented to participation
in the study and were paid an hourly wage. This study was
approved by the Health Sciences Institutional Review Board of the
University of Wisconsin-Madison.
2.2. Stimulus

Fig. 1A illustrates a schematic of the auditory stimuli used in this
study. The schematic represents spectrograms of spectral, tempo-
ral, and spectro-temporal modulated “moving ripple” sounds. Each
Table 1
Clinical etiology.

Subject Age Years CI Experience E

IAJ 57 15 R
IBO 48 5 R
IBP 62 8 R
IBQ 80 10 R
IBY 49 5 R
IBZ 45 6 R
ICA 53 11 R
ICB 51 11 R
ICF 71 3 L
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moving ripple sound has specific modulation values for the spectral
and temporal domains. For spectral-modulation-only sounds, the
spectral ripples are static over time (Fig. 1A right column; vertical
spacing of bars) while for temporal-modulation-only sounds, the
ripples fluctuate dynamically overtime, but the modulations are
synchronous across frequency channels (Fig. 1A, top row; hori-
zontal spacing of bars). For joint spectro-temporal modulations, the
spectral ripples fluctuate over time asynchronously across fre-
quency channels, generating “moving ripples” where the spectral
peaks shift in frequency over time (Fig. 1A). Thus, spectral-
modulation-only and temporal-modulation-only sounds comprise
one-dimensional modulated functions, whereas spectro-temporal
ar Tested Internal Device Processor

CI24R ESPrit 3G
Freedom Contour Advance Freedom
CI24M Freedom
CI24R Freedom
CI512 CP810
Freedom Contour Advance Freedom
CI24R CP810
CI24R CP810
CI512 CP810
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modulated sounds comprise two-dimensional function. Fig. 1B
demonstrates the effect of changing the modulation contrast (e.g.,
the modulation depth, defined as the peak-to-valley modulation
amplitude in decibels) of a modulated sound on a given moving
ripple sound. As modulation contrast decreases, the peak-to-valley
amplitude of the sound envelope transitions from sharp (Fig. 1B
left, red-to-blue of color contrast) to shallow (Fig. 1B right, yellow-
to-cyan of color contrast). As in prior modulation detection studies
(Litvak et al., 2007; Anderson et al., 2012), the modulation contrast
is used to quantify the detection sensitivity of modulated signals.

The spectro-temporal envelope (SdBðt; XÞ, in dB) of each moving
ripple is defined by

SdBðt;XÞ ¼
M
2
$sinð2put þ 2pUX þ FÞ �M

2
(1)

where M is the modulation contrast in dB, U is the spectral mod-
ulation frequency (i.e., the number of spectral peaks per octave, in
units of cycles/octave), u is the temporal modulation frequency (in
Hz) and F is the spectral phase (randomly chosen). The variable
X ¼ log2ðf =f1Þ represents the frequency in octaves above the lowest
frequency in the sound (f1¼100 Hz). Note that the spectral peaks in
the moving ripple sound can move in an upward (low to high
frequency) or downward (high to low frequency) direction over
time. In this study, only the downward moving ripple conditions
were tested.

For each modulated sound, the modulation contrast (M, units of
dB) or, equivalently, the linear modulation depth (1� 10�M=20,
units of linear amplitude; shown at 30 dB or equivalently 97% linear
modulation depth (1� 10�30=20 ¼ 0:97) in Fig. 1A) (Escabí et al.,
2003) is defined as the peak-to-valley modulation amplitude in
decibels (Fig. 1B) or linear amplitude units, respectively. A loga-
rithmic amplitude ripple spectrum (i.e., in dB) was used in this
study for several reasons. First, perceptual rules for loudness and
intensity discrimination follow logarithmic relationships such that
decibels units provide a more faithful representation of the
perceptual variables (Weber,1834; Miller,1947). Second, in terms of
neural coding, natural sounds including speech have modulation
amplitudes with approximately log-normal distribution (in dB
units) that span several orders of magnitude and central auditory
neurons can more faithfully encode spectro-temporal modulations
with such characteristics (Escabí et al., 2003). Finally, the loga-
rithmic amplitude scale for modulation detection and discrimina-
tion has also been widely used in cochlear implant users (Drennan
et al., 2010; Won et al., 2011a). Each sound contained a broadband
spectrum consisting of 948 tones in logarithmically spaced fre-
quencies spanning 100e8000 Hz (~150 tones per octave), and
which were modulated by the envelopes which were shown in
Fig. 1B (for clarity the frequency axis in the plots span 100e800 Hz).

NH subjects were presented with stimuli through monaural
earphones (ER-2) in the preferred ear as indicated by the listener (all
nine NH subjects used the right ear). Similarly, CI users listened to
the stimuli using their own CI processor through monaural pre-
sentation (directly to the audio port of the CI processor) using the
ear with the longest auditory experience (first ear to be activated
with a CI; 8/9 had the right ear). As such, the effect of CI processing
on the spectral and temporal cues was evaluated in this experi-
ment. All stimuli were presented at 60 dB SPL with ±4 dB of level
rove for both the NH and CI groups; the levels were confirmed to be
in the range of comfortable sound level for both the NH and CI
subjects. All sounds were 500 ms duration, including 50-ms rise/
fall ramps and the starting modulation phase (F) was randomized
for each sound to minimize the possibility that users detected
transient cues during the task. Thus, the possibility that intensity
cues were available for detection was minimized using level roving
Please cite this article in press as: Zheng, Y., et al., Spectro-temporal cue
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and the randomized starting modulation phase.

2.3. Procedure

A three-interval, two-alternative forced choice procedure was
used to measure modulation detection thresholds for each sound
configuration. Subjects were required to distinguish a modulated
stimulus (signal) from an unmodulated noise stimulus (standard).
The first of the three intervals were the standard unmodulated
stimulus presented as the “cue” interval. The second and third in-
tervals contained the signal and another instance of the standard.
The signal could occur in the second or third interval with equal a-
priori probability (Litvak et al., 2007). On each trial, the three in-
tervals were separated by 500 ms silent intervals. The timing of the
three intervals was visually indicated by highlights of the interval
buttons displayed on a computer screen. No correct-answer feed-
back was provided. A 2-down,1-up adaptive procedurewas used to
measure the detection threshold of modulation contrast (Jones
et al., 2013), converging on 70.7% correct (Levitt, 1971). The initial
modulation contrast in each track was set to a level that was
determined in extensive pilot testing to be above threshold (�8 dB).
The step-size of the adaptive track was 4 dB until the first reversal,
which was reduced to 2 dB until the second reversal and then
0.5 dB thereafter. Each run terminated after a maximum of 9 re-
versals or 30 trials, whichever occurred first. For reliable and ac-
curate threshold estimates of adaptive tracks, 30 trials are
necessary and sufficient (Amitay et al., 2006). In the adaptive tracks
the minimum of 4 reversals had occurred by trial 30 for all tests.
Since other studies have shown that there is little loss in accuracy in
averaging over two rather than four or more reversals (Baker and
Rosen, 2001), data analysis was limited to last two reversals. For
each adaptive track, the last two reversals, which excluded the first
two reversals at large step sizes, were averaged to estimate the
detection threshold.

The spectro-temporal modulated signals were tested at 5
spectral modulation rates: 0.5, 1, 2, 4, 8 cycles/octave, at each of 6
temporal modulation rates: 8, 16, 32, 64, 128, 256 Hz for NH sub-
jects, and at 4 spectral modulation rates (0.5,1, 2, 4 cycles/octave) at
each of 5 temporal modulation rates (8, 16, 32, 64, 128 Hz) for CI
users. The spectral-modulated-only signals were also tested at 6
spectral modulation rates (0.5, 1, 2, 4, 8, 16 cycles/octave) for NH
subjects but 5 spectral modulation rates (0.5,1, 2, 4, 8 cycles/octave)
for CI users. The temporal-modulation-only signals were tested at 7
temporal modulation rates (8, 16, 32, 64, 128, 256, 512 Hz) for NH
subjects, but 6 temporal modulation rates (8, 16, 32, 64, 128,
256 Hz) for CI users. The CI users were stimulated by a reduced
modulation space because most CI users lost detection ability at
high spectral and temporal modulation frequencies. The thresholds
were measured for all combinations of spectro-temporal modula-
tions and spectral-modulation-only and temporal-modulation-
only, with the order of conditions and three adaptive tracks for
each condition randomized. Nine CI users and nine NH subjects
completed three adaptive tracks for each combination and all
conditions on different days. Thresholds for each condition were
computed by averaging three individual thresholds.

2.4. Analysis

2.4.1. Spectro-temporal modulation detection sensitivity of CI users
and NH subjects

The modulation detection threshold (MDT) was defined as the
modulation depth yielding 70.7% correct detection. Subjects
identified the single interval containing a modulated signal (either
spectral, temporal or spectro-temporal) from amongst three in-
tervals, two of which contained an un-modulated sound (See
s enhance modulation sensitivity in cochlear implant users, Hearing



Y. Zheng et al. / Hearing Research xxx (2017) 1e104
Section 2.2, ‘Stimulus’). Detection thresholds at each condition
(temporal and spectral modulation frequency) are evaluated with
the modulation transfer function (MTF, detection thresholds as a
function of temporal or spectral modulation frequency). Perfor-
mance was tested in conditions with spectral-modulation-only
and temporal-modulation-only, and also in a distinct configura-
tion of combined spectro-temporal modulations. Thus, we could
derive and compare the temporal (tMTF), spectral (sMTF) and
spectro-temporal (stMTF) modulation transfer function for each
subject.
2.4.2. Decomposing spectro-temporal sensitivity into spectral and
temporal sensitivity

We determined whether sensitivity to spectro-temporal cues
can be accounted for by the sensitivity to spectral-only and
temporal-only cues. We approached this question from two sepa-
rate points of view. First, we asked if the spectro-temporal detec-
tion sensitivity of CI and NH subjects can be approximated by
separable functions of spectral and temporal sensitivity. That is, can
the stMTF be decomposed and approximated as a product of a
temporal and a spectral function? This first approach is analogous
to the separability analysis performed by Chi et al. (1999) and an-
swers the question of whether temporal and spectral cues are
processed independently when they are delivered concurrently.
We also asked whether the measured stMTF of subjects could be
predicted by the measured spectral-only and temporal-only MTF
(sMTF and tMTF). This second test is more stringent as it requires
that the perceptual sensitivity to spectro-temporal cues is fully
accounted by the sensitivities for each cue delivered in isolation
(temporal and spectral only). Since the separability and prediction
analysis performed below are based on linear operations, all the
forthcoming analysis of the sMTF, tMTF and stMTF is carried out in
the linear amplitude domain (i.e., modulation depth in units of %)
even though, graphically, all the figures are shown in units of dB.

First, we tested whether the stMTF could be decomposed into
independent spectral and temporal components analogous to the
procedure performed by Chi et al. (1999). Separability of the
spectro-temporal sensitivity was assessed by decomposing the
stMTF into temporal and spectral functions using singular value
decomposition (SVD)

stMTFðu;UÞ ¼ U$S$V* ¼
XL
i¼1

li$stMTFiðu;UÞ

S ¼ diagðl1; l2;……; lLÞ; l1 � l2 � … � lL >0 (2)

S is a diagonal matrix with real, non-negative elements, li, in
descending rank order according to energy; U and V are unitary
orthogonal matrixes containing the two decomposed uMTF and
vMTF functions that are used to approximate the stMTF component
(stMTFi); * denotes the Hermitian transpose. The i-th transfer
function component, stMTFiðu;UÞ, is obtained by the product

stMTFiðu;UÞ ¼ uMTFiðuÞ$li$vMTFiðUÞ (3)

where uMTFiðUÞ0 and vMTFiðuÞ are the i-th unitary orthogonal
vectors of U and V, respectively. According to the SVD procedure,
every component stMTFi is separable in the spectral-temporal
domain, although the entire measured stMTF may be non-
separable.

The separability index (asep) is defined as (Singh and
Theunissen, 2003)
Please cite this article in press as: Zheng, Y., et al., Spectro-temporal cue
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asep ¼ l1PL
¼1ll

(4)

where a value near one indicates that the stMTF is roughly sepa-
rable and can be approximated as the product of a temporal and
spectral function. Based on our calculations, only the first singular
value is significantly different from zero (p < 0.01), thus the stMTF
is predominantly separable, and we thus use the first component
stMTF1 to compare against spectral-only and temporal-only
sensitivity.

Since the unitary uMTF1 and vMTF1 components derived from
SVD are normalized such that stMTF1ðu;UÞ ¼ uMTF1ðuÞ � vMTF1ðUÞ
has unit power, each component was renormalized so that the
compositeMTF preserved the original total power. The decomposed
temporal and spectral MTFs (uMTFd and vMTFd ) are expressed as

vMTFdðUÞ ¼
ffiffiffiffiffiffiffiffiffiffiffiffiffiffi
Eu1
Ev1

$l1

s
$vMTF1ðUÞ (5)

uMTFdðuÞ ¼
ffiffiffiffiffiffiffiffiffiffiffiffiffiffi
Ev1
Eu1

$l1

s
$uMTF1ðuÞ (6)

where Eu1 ¼ rmsðuMTF1Þ, Ev1 ¼ rmsðvMTF1Þ.
To identify potential differences in processing between

temporal-only and spectraleonly vs. spectro-temporal processing
by CI and NH subjects, we compared the temporal-only and
spectral-only MTF (tMTF and sMTF) against the first and dominant
SVD component of the stMTF (uMTFd and vMTFd ).
2.4.3. Predicting spectro-temporal sensitivity from spectral- and
temporal-only sensitivity

One hypothesis is that the spectro-temporal sensitivity can be
fully accounted by the sensitivities for spectral and temporal cues
delivered in isolation. Thus, using the spectral-only and temporal-
only MTF (sMTF and tMTF), we first derived a predicted stMTF
(stMTFp) as the product of the temporal-only and spectral-only
MTF in the linear amplitude domain: stMTFp ¼ sMTF � tMTF. Any
potential improvement of spectro-temporal sensitivity over
spectral-only and temporal-only sensitivity was estimated as the
difference of the predicted MTF and the measured spectro-
temporal sensitivity (stMTF). The spectro-temporal gain is
defined as Gain ¼ 20$log10ðstMTFÞ � 20$log10ðstMTFpÞ in units of
dB. The overall estimated gain was then averaged across conditions
and across subjects. Values near 0 dB indicate that spectro-
temporal sensitivity is comparable to spectral-only and temporal-
only sensitivity. Values > 0 dB indicate an enhancement while
<0 dB indicate an impoverishment of spectro-temporal sensitivity
over spectral-only and temporal-only sensitivity.
3. Results

3.1. CI electrode outputs to spectro-temporal modulated stimuli

Fig. 2 shows the electrode output recordings of the 22 electrodes
through the Advanced Combinational Encoder (ACE) strategy for
the STM stimuli shown in Fig. 1. Higher electrode numbers indicate
low frequency channels. The data were collected by Ni-6343 DAQ
(National instruments) and the sampling frequency was 22,727 Hz.
First, there were fewer responses at the higher frequency channels
compared to lower frequency channels. For the temporal-
modulation-only sound, electrodes represented here contained
periodic outputs that were synchronized across all electrodes
s enhance modulation sensitivity in cochlear implant users, Hearing



Fig. 2. The electrode outputs for various spectro-temporal modulated stimuli. (AeF)
various spectral and temporal modulated stimuli with 30 dB modulation contrast. (G,
H) 2 cycles/octave, 32 Hz spectro-temporal modulated stimuli with different modu-
lation contrast.

Fig. 3. Spectro-temporal modulation transfer functions. (A, B) 3D-plots of the averaged
detection thresholds to spectro-temporal modulated sounds from 9 CI users and 9 NH
subjects as a function of spectral modulation and temporal modulation frequencies. (C)
Same spectro-temporal detection threshold data as A (color curves, different colors
indicate different spectral modulation frequencies of the spectro-temporal modula-
tions) from CI subjects plotted as a function of temporal modulation frequency, and
compared to the averaged detection thresholds obtained from temporal modulation
only stimuli (black curve). The error bars indicate the standard deviation error. (E)
Same spectro-temporal detection threshold data as A (color curves, different colors
indicate different temporal modulation frequencies of the spectro-temporal modula-
tions) from CI users plotted as a function of spectral modulation frequency, and
compared to the averaged detection thresholds to spectral modulation only stimuli
(black curve). (D, F) Similar to (C, D) for NH subjects. (For interpretation of the refer-
ences to colour in this figure legend, the reader is referred to the web version of this
article.)

Y. Zheng et al. / Hearing Research xxx (2017) 1e10 5
(Fig. 2A). For the spectral modulation only sound, the electrode
outputs displayed interleaved responses from low to high elec-
trodes, but the responses lacked temporal modulation (Fig. 2D and
E). Spectral modulation was also evident in the electrode outputs.
For 1 cycles/octave stimuli, the outputs displayed interleaved re-
sponses every two or three electrodes from low to high electrodes
(Fig. 2D). By comparison, a spectral modulation of 2 cycles/octave
produced a denser electrode output with less distinct response
peaks that were interleaved by one or two electrodes (Fig. 2F). For
the spectro-temporal modulation stimulus, the peak of the enve-
lope modulation occurred periodically in each channel, but the
peaks shifted along time systematically across electrodes (Fig. 2C,
E). Though the dynamic range of CI processors is different with that
of normal hearing, these electrode output patterns reflect the
spectrograms of spectral, temporal, and spectro-temporal modu-
lated “moving ripple” sounds (Fig. 1). In addition, although re-
sponses were temporally modulated and synchronized at 32 Hz
temporal modulation, response became progressively less
Please cite this article in press as: Zheng, Y., et al., Spectro-temporal cue
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synchronized with increase spectral modulation rate between
0 and 2 cycles/octave (Fig. 2A, C, E). Finally, the modulation contrast
also affected the amount of output synchrony, such that decreasing
the modulation contrast (Fig. 1B) decreased the overall output
synchrony, thus producing a noticeably weaker envelope pattern
(Fig. 2G and H).
3.2. Spectral, temporal and spectro-temporal modulation transfer
functions for CI users and NH subjects

We measured listener's just-noticeable-difference for modula-
tion contrast between a spectro-temporal modulation stimulus and
an unmodulated stimulus, as the detection modulation threshold.
Fig. 3 shows the averaged sMTFs, tMTFs, and stMTFs for CI users and
NH subjects. The stMTFs generally exhibited a low-pass trend in
both the spectral and temporal dimensions. Thresholds in both CI
and NH subjects increased with increasing spectral modulation
frequency or increasing temporal modulation frequency. NH sub-
jects exhibited modulation threshold <10 dB to joint spectro-
temporal modulations up to 128 Hz and 4 cycles/octave (Fig. 3B,
D, F). CI subjects maintained reasonably low spectro-temporal
s enhance modulation sensitivity in cochlear implant users, Hearing



Fig. 4. Comparison of the temporal and spectral components of the stMTF with the
measured sMTF and tMTF. Population averaged uMTFd and vMTFd (solid curves) and
measured averaged sMTF and tMTF (dashed curves) for the CI subjects (A and B) and
the NH subjects (C and D). A singular value decomposition procedure (SVD; see
Methods) is used to decompose the measured averaged stMTF from the data in Fig. 2A
and B.
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modulation detection thresholds<10 dB to temporal modulations
up to 64 Hz and spectral modulations up to 2 cycles/octave (Fig. 3A,
C, E). A two-way repeated-measures analysis of variance (ANOVA)
on stMTF values indicated a significant effect of spectral modula-
tion for both the CI and NH groups (NH: F4,240 ¼ 46.27, p ¼ 10�29;
CI:F3,160 ¼ 52.04, p ¼ 10�23), and a significant effect of temporal
modulation for both groups (NH:F5,240 ¼ 35.33, p ¼ 10�27; CI:
F4,160 ¼ 19.19, p ¼ 10�13). A significant interaction of spectral and
temporal modulation (i.e., effect of joint spectro-temporal modu-
lation sensitivity) was seen for NH subjects (F20,240 ¼ 4.87,
p ¼ 10�10). For CI subjects, however, that interaction was not sig-
nificant (F12.160 ¼ 0.72, p ¼ 0.73, see Fig. 3C, E). The post-hoc mul-
tiple group comparison tests were applied in two-way ANOVA. For
CI users, all four spectral modulation groups (0.5, 1, 2, 4 cycles/
octave) displayed significantly different each other at the level of
0.05, but for the five temporal modulation groups, the three low
temporal modulation groups (8, 16, 32 Hz) are not significantly
different each other, but significantly different with high temporal
modulation groups (64, 128 Hz) and the two high temporal mod-
ulation groups are significantly different each other at the level of
0.05. For NH subjects spectral modulation groups, the three low
spectral modulation groups (0.5, 1, 2 cycles/octave) are not signif-
icantly different each other but the two high modulation groups (4,
8 cycles/octave) are significantly different with all other groups at
the level of 0.05; for temporal modulation groups, the three low
temporal modulation groups (8, 16, 32 Hz) are not significantly
different each other and 32 Hz is not significantly different with
64 Hz, but all the other pairs are significantly different at the level
of 0.05.

The one-dimensional sMTF of the CI group exhibited a gradual
decrease in sensitivity with increasing spectral modulation rate
(Fig. 3E, black curve), as confirmed with results of a one-way
ANOVA (F5,48 ¼ 10.39, p ¼ 10�7). The sMTF of the NH group
(Fig. 3F, black curve) showed aweak although significant band-pass
characteristic with the maximum sensitivity between 1 and 3 cy-
cles/octave, as confirmed with a one-way ANOVA (F4,40 ¼ 6.11,
p ¼ 0.0006), and which is consistent with prior studies (Bernstein
and Green, 1987; Summers and Leek, 1994; Chi et al., 1999; Saoji
and Eddins, 2007). The tMTF showed low-pass characteristics in
both the NH and CI groups (Fig. 3D and 3C, black curves). These
finding were confirmed with one-way ANOVAs (NH: F6,56 ¼ 5.18,
p ¼ 0.0003; CI: F5,48 ¼ 3.37, p ¼ 0.01).

Comparing the results from CI users to NH subjects, for spectro-
temporal modulations, the CI users showed significantly higher
thresholds than did NH subjects for high spectral (>1 octaves/cycle)
and high temporal (>32 Hz) modulations (t-test, all p < 0.005). For
spectral-only-modulations, the CI users displayed markedly higher
thresholds than did NH subjects (t-test, p < 0.005 for spectral
modulation frequencies> 0.5 octaves/cycle, p ¼ 0.24 for spectral
modulation frequency ¼ 0.5 octaves/cycle, Fig. 3E and F, black
curves). By comparison, although temporal-only-modulation
thresholds for CI subjects were slightly lower than NH subjects,
the differences were not significant (t-test, p > 0.005 for all tem-
poral modulation frequencies, Fig. 3C and D, black curves). While
these results indicate that degraded spectral representation is
responsible for higher spectro-temporal thresholds, the findings do
not address the exact mechanism by which spectral and temporal
cues are combined and integrated.

3.3. Enhanced spectro-temporal sensitivity for CI users but not for
NH subjects

We further asked whether the spectral-only and temporal-only
sensitivity of NH and CI subjects could account for their combined
spectro-temporal sensitivity. One possibility is that spectral-only
Please cite this article in press as: Zheng, Y., et al., Spectro-temporal cue
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and temporal-only sensitivities are independent of one another
and they can therefore account for the combined spectro-temporal
sensitivity (stMTF). Prior studies have shown that spectro-temporal
modulation sensitivity (stMTF) can be approximated as a separable
function in NH subjects (Chi et al., 1999). That is, the stMTF can be
approximated as a product of a temporal-only and spectral-only
function, indicating that the cues can be treated as independent
when tested together. However, this study did not address whether
the spectral-only and temporal-only sensitivity, with each of the
cues delivered in isolation, accounts for the combined sensitivity to
spectro-temporal modulations. Rather, we applied a more stringent
test to determine whether temporal-only or spectral-only sensi-
tivity account for the joint spectro-temporal sensitivity in NH and
CI subjects. We first performed a singular value decomposition
(SVD) of the stMTF. The spectro-temporal sensitivity from both the
NH and CI subjects is approximately separable, since only the first
singular value (l1) was significantly different from zero (p < 0.01, t-
test using bootstrap) and dominant (separability index for CI,
l1=

P
li ¼ 0:91; for NH, l1=

P
li ¼ 0:86; see Methods). This finding

implies that the stMTF is approximately the product of a one-
dimensional function of the spectral modulation frequency and a
one-dimensional function of the temporal modulation frequency,
as reported for NH subjects (Chi et al., 1999).

More importantly, the temporal and spectral components of the
stMTF (obtained via SVD, tMTFd and sMTFd, see Methods; Fig. 4,
solid curves) were compared with the measured temporal-only and
spectral-only sensitivities (tMTF and sMTF; Fig. 3, dashed curves).
For the NH group (Fig. 3C and D), the vMTFd and uMTFd closely
mirrored the measured tMTF (t-test, p > 0.01 for temporal modu-
lation frequencies<256 Hz, p ¼ 0.003 for temporal modulation
frequency ¼ 256 Hz; root mean square: 0.79 dB; Pearson's corre-
lation: 0.83) and the measured sMTF (t-test, p > 0.01 for spectral
modulation frequencies>1 cycles/octave, p ¼ 0.003 for spectral
modulation frequency ¼ 0.5 cycles/octave; root mean square:
0.93 dB; Pearson's correlation: 0.62). This result confirms that the
tMTF and sMTF measured with temporal-modulation-only and
s enhance modulation sensitivity in cochlear implant users, Hearing
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spectral-modulation-only stimuli account for the joint spectro-
temporal modulation sensitivity (stMTF) of NH subjects, because
of the balanced and complete use of spectral and temporal cues.
Surprisingly, this was not true for CI subjects. The spectral com-
ponents derived from the stMTF exhibited lower thresholds than
the isolated spectral sensitivity obtained with spectral-only sounds
(Fig. 3B) and the enhancement was larger at the higher spectral
frequencies (6.84 dB at 4cycles/octave) than at the lower spectral
frequencies (1.46 dB at 0.5 cycles/octave). However, a similar effect
was not observed for the temporal component of the stMTF (Fig. 3A,
tMTF: t-test, p > 0.01 for all temporal modulation frequencies; root
mean square difference: 0.91 dB; Pearson's correlation: 0.98; sMTF:
t-test, p < 0.01 for all spectral modulation frequency; root mean
square difference: 5.12 dB; Pearson's correlation: 0.37). This result
indicates that CI subjects have a heightened sensitivity when
listening to joint spectro-temporal modulations that is not
accounted by their spectral-only and temporal-only sensitivity. This
enhancement of the detection sensitivity through integration of
spectro-temporal informationwas not observed in NH subjects. The
significant larger enhancement over spectral-only sensitivity than
over temporal-only sensitivity can be accounted for by the brain's
compensatory mechanism in which the spectro-temporal sensi-
tivity relies on relatively intact temporal and low spectral frequency
cues to overcome reduced sensitivity to higher spectral frequency
regions. The unbalanced use of spectral and temporal cues on
spectro-temporal sensitivity might be caused by the limited spec-
tral resolution of CI processing.

Results of SVD analysis for the individual CI users and NH sub-
jects are provided in Fig. 5. CI users displayed large across-subject
variability. Seven of the nine CI subjects exhibited different lower
thresholds for spectro-temporal modulations than for the spectral-
only and temporal-only modulation. Two (IAJ and IBO) subjects did
not show the heightened spectro-temporal sensitivity. None of the
NH subjects showed the heightened spectro-temporal sensitivity.

It is important to note that the separability demonstrated by the
SVD analysis does not conflict with the result of the ANOVAyielding
Fig. 5. Comparison of the temporal and spectral components of the stMTF with the mea
measured sMTF and tMTF (dashed curves) for nine NH subjects (A) and nine CI subjects (B
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a two-way interaction. A high separability index (>0.8) from the
SVD decomposition indicates that the separable spectro-temporal
sensitivity accounts for most of the stMTF power (see Method);
hence the joint spectro-temporal sensitivity can be roughly sepa-
rated into two independent measures of sensitivity: temporal and
spectral. In theory, a significant effect of spectro-temporal inter-
action remains possible even if it is weak. Therefore, the ANOVA
examines the significance of interactionwhereas SVDmeasured the
size of the effect (larger separability index, smaller effect of inter-
action). A significant but small interaction could occur, which is the
case of NH subjects in this study. CI users showed a small although
non-significant interaction of the two dimensions.

To further confirm and quantify the enhanced spectro-temporal
sensitivity we measured the detection gain afforded by spectro-
temporal cues. Assuming that spectro-temporal sensitivity can be
fully accounted by the sensitivities for spectral and temporal cues
delivered in isolation, we expect a gain enhancement of 0 dB. The
modulation gain enhancement is obtained as the difference in
thresholds between the stMTF and the predicted stMTF (stMTFp)
from the isolated temporal-only and spectral-only MTFs
(stMTFp ¼ sMTF� tMTF, see Method). Fig. 6B demonstrates that
the measured stMTF for the NH group did not have a significant
improvement over the predicted stMTFp (Average Gain ¼ 0.42 dB,
seeMethod, t-test, t29¼ 0.75, p¼ 0.46). By comparison, the CI group
(Fig. 6A) exhibited a positive and significant improvement (Average
Gain ¼ 2.27 dB, t-test, t19 ¼ 3.24, p ¼ 0.004), most prominent for
spectro-temporal modulations with low spectral (�2cycles/octave)
and low temporal (�64 Hz) modulation frequencies. Unlike NH
counterparts, CI users gained enhanced spectro-temporal sensi-
tivity over spectral-only and temporal-only sensitivity.
4. Discussion

4.1. Spectro-temporal sensitivity of CI users

The main finding of this study is that the spectro-temporal
sured sMTF and tMTF from individual subjects. uMTFd and vMTFd(solid curves) and
).
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Fig. 6. Comparison of the predicted stMTFp to the measured stMTF. A stMTFp is
constructed by a product of measured sMTF and tMTF. The subtraction of the predicted
stMTFp from the measured stMTF is defined as the improvement of stMTF. Averaged
improvement from 9 CI subjects (A) and 9 NH subjects (B) were plotted.
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detection sensitivity of CI users can be separated into roughly in-
dependent components (Fig. 4) but cannot be predicted by the
measured spectral- and temporal-modulation-only detection
sensitivity (Fig. 6). This disparity is due to notable enhancement in
spectro-temporal detection sensitivity over spectral-only or
temporal-only detection sensitivity. In contrast, enhancement was
not observed in NH subjects, because of the balanced and complete
use of spectral and temporal cues on spectro-temporal detection.
As CI users receive severely degraded spectral cues, and thus have
more room for improvement in sensitivity, it is possible that mutual
interaction between temporal and spectral dimensions may
enhance spectro-temporal detection when the two cues are com-
bined. The relative high sensitivity to temporal cue can compensate
for the relative low sensitivity to spectral cue for spectro-temporal
detection. In addition, the CI processor might contribute to better
sensitivity in the spectro-temporal condition more so than to the
spectral-only or temporal-only conditions. For instance,
temporally-modulated spectral components that fall within the
same analysis filter have the potential to produce more useable
modulation cues than the non-modulated spectral components.

Although CI users exhibited poorer spectral modulation sensi-
tivity than the NH counterparts, both groups had similar temporal
Please cite this article in press as: Zheng, Y., et al., Spectro-temporal cue
Research (2017), http://dx.doi.org/10.1016/j.heares.2017.05.009
modulation sensitivity. Poor sensitivity to high-rates of spectral
modulation is likely affected by the known poor specificity in
cochlear stimulation regarding location along the array of elec-
trodes. The neurobiological factors mediating these effects are
likely a combination of limited number of electrodes, amount of
intra-cochlear current spread, and regions of neural death or at-
rophy (Horst, 1987; Henry and Turner, 2003; Won et al., 2011b;
Azadpour and McKay, 2012; Jones et al., 2013).

Numerous studies on spectral-modulation-only detection in CI
users suggest that the reduced upper cutoff frequency of the sMTF
is caused by broadened spectral tuning (Horst, 1987) due to the
diminished spectral resolution (Summers and Leek, 1994; Eddins
and Bero, 2007; Saoji and Eddins, 2007). The frequency distribu-
tion tables in CI speech processors take the entire speech spectrum
and allocate broad regions of the speech spectrum to 12e22
channels, each channel corresponding to one electrode in the
cochlear array. Unlike the normal acoustic systemwhere processing
of speech through cochlear filters results in narrowly-tuned filters
and fine-grained spectral resolution, the bandwidths of CI analysis
filters are typically broader than one-fourth of octave on average,
which explained our results from CI users that spectral modulation
frequencies greater than 4 cycles/octave are not easily detected
(Fig. 3E, black curve). Our results showed that NH subjects could
detect spectral modulation out to the highest spectral modulation
frequency tested (16 cycles/octave; Fig. 3F, black curve, threshold
less than 5 dB). Anderson et al. (2012) observed the spectral
detection sensitivity up to 60 cycles/octave, which is beyond the
typical auditory filter bandwidths of one-sixth to one-tenth of an
octave depending on the center frequency and the method of
measurement (Glasberg and Moore, 1990; Oxenham and Shera,
2003). It is possible that interaction between closely spaced spec-
tral peaks at high spectral modulation in the spectral-modulation-
only signal produces temporal envelope fluctuations, or beats,
which provide a viable temporal cue when compared with the
unmodulated flat-spectrum noise signal in the detection task
(Anderson et al., 2012).

As for temporal-modulation-only detection sensitivity, we
found that CI users are able to follow temporal envelope fluctuation
up to 300 Hz, near the limit observed in NH subjects (Shannon,
1992; Won et al., 2011a). A likely explanation for the fine tempo-
ral modulation sensitivity is that high temporal synchrony is
maintained with electrical stimulation to the auditory nerve (van
den Honert and Stypulkowski, 1987).

4.2. Spectro-temporal enhancement mechanisms for CI

In this study, all CI subjects used the CI device from Cochlear
Corporation (Table 1). Speech processors are typically programmed
with the Advanced Combinational Encoder (ACE) or Continuous
Interleaved Sampling (CIS) strategies (Vandali et al., 2000), and
today the majority of Nucleus users are fitted with the ACE strategy
(Parkinson et al., 2002), which is based on a channel selection
scheme. Stimulus pulses are delivered only to 8e10 electrodes out
of 22 implanted electrodes corresponding to channels with highest
amplitudes in each time frame. For a given spectral-modulation-
only sound, the same electrodes would be stimulated in each
time frame. However, for a dynamic spectro-temporal modulation
stimulus, there is potential for different electrodes to be stimulated
during each time frame, creating ongoing variance, or “jitter” in the
spectral information conveyed. Furthermore, in CI users it is likely
that some auditory neural substrates are degraded, due to auditory
deprivation or other factors (Kral et al., 2006; Kral and Sharma,
2012). Thus, response patterns to spectral-modulation-only stim-
uli, which limit stimulation to particular electrodes (Fig. 2D, F),
might not be as informative as when ACE-like strategies are used
s enhance modulation sensitivity in cochlear implant users, Hearing
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with stimuli that carry spectro-temporal modulations, in which
different electrodes are stimulated at different time frames (Fig. 2C,
E). With spectro-temporal modulations, there might be release
from spike rate adaptation patterns in the periods during which
specific electrodes are not stimulated. Thus, the overall information
transmitted for spectro-temporal modulation might be less prone
to neural adaptation and thus could be transmitted to central
auditory levels with higher-fidelity.

Another factor that may affect spectro-temporal sensitivity is CI
multi-channel loudness summation. Previous studies suggested
that MDTs are level-dependent (Donaldson and Viemeister, 2000;
Galvin and Fu, 2005). Galvin (Galvin et al., 2014) measured sin-
gle- andmulti-channel amplitude modulation detection in CI users.
They found that multi-channel MDTs were significantly better than
MDTs with the best single channel when there was no level
compensation for loudness summation and suggested that CI users
combine envelope information across channels. This is in line with
our finding that spectro-temporal enhancement could arise from
cues resulting frommulti-channel summation and spatio-temporal
channel interactions of CI processors. In addition, there is the
possibility that low-pass filter cutoff of the envelope filter used in
the CI processors might influence the multi-channel interaction
and modulation sensitivity (Fig. 2).

Physiological studies have demonstrated that spectro-temporal
modulation tuning of midbrain inferior colliculus neurons (Slee and
David, 2015) and cortical neurons (Fritz et al., 2003) are modified
when an animal engages in an auditory detection task, producing
changes that enhance discriminability of task-relevant sounds. Our
findings, demonstrating the unique use of spectro-temporal cues in
CI users, provide evidence that auditory plasticity and adaptation to
CI processing strategies in adults who became deaf has the po-
tential to enhance detection of cues that are involved in speech
understanding. Future work on NH subjects' ability to adapt to CI
simulations may be informative but would require extensive
training and experience with the simulations to detect effects of
auditory adaptation to the degraded cues. In addition, the healthy
auditory system of NH subjects may not require the same adaptive
strategies as the system of CI users in whom neural pathology may
dominate aspects of the adoption of perceptual strategies.

Age-related changes in the central auditory system is another
potential factor that may influence the enhanced spectro-temporal
sensitivity. Evidence of age-related difficulties in the temporal
processing of acoustic cues, independent of peripheral listening,
has been previously observed (Phillips et al., 1994; Fitzgibbons and
Gordon-Salant, 1995; Souza and Kitch, 2001). In this study, the age
of CI users (aged 45e80 years) were significantly older than the NH
subjects (aged 20e34 years), such that age-related changes in the
peripheral and central auditory pathways could be a factor that
impact perceptual strategy.

4.3. Implications for speech perception

Several studies have shown that spectral modulation tests (e.g.,
spectral modulation detection or and spectral ripple discrimina-
tion) can predict speech recognition outcomes in CI users
(Throckmorton and Collins, 1999; Donaldson and Nelson, 2000;
Henry et al., 2000, 2005; Litvak et al., 2007; Won et al., 2007;
Saoji et al., 2009; Drennan et al., 2010; Anderson et al., 2011,
2012; Jones et al., 2013). One remaining question is whether
changes in the intensity over time provide a cue that is extracted
and perceptually utilized by CI users in the spectral-ripple
discrimination test (Goupell et al., 2008). A second question is
whether global spectral and temporal cues other than fine spectral
detail contribute to speech understanding by CI users (Azadpour
and McKay, 2012). Speech in quiet remains intelligible even with
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poor spectral resolution (Shannon et al., 1995), but higher spectral
resolution is required for speech understanding in noisy and
complex environment (Friesen et al., 2001). On the other hand,
temporal sensitivity is critical for recognition of vowel and conso-
nants (Cazals et al., 1994; Fu, 2002) as well as phonemes (Fu and
Shannon, 2000; Xu et al., 2005). Previous studies showed that
good temporal modulation detection performance for low modu-
lation frequencies in CI users was significantly correlated with
speech perception in CI users (Shannon, 1992; Cazals et al., 1994;
Fu, 2002; Won et al., 2011a; Gnansia et al., 2014). Yet, neither of
thesemeasurements provides information about joint sensitivity to
spectral and temporal information. In NH subjects spectro-
temporal modulations are considered important for sentence
comprehension and vocal gender identification (Elliott and
Theunissen, 2009). In hearing impaired subjects spectro-temporal
modulation sensitivity appears to be a predictor of speech intelli-
gibility (Bernstein et al., 2013; Choi et al., 2016).

Future work should investigate the relationship of the non-
speech spectro-temporal modulation sounds and speech intelligi-
bility would be interesting, provided that the speech materials are
selected appropriately. Given the broad range of speech testing
materials that exist, a comprehensive study on this topic would be
informative.

The current findings also indicate that future CI signal pro-
cessing or (re)habilitation strategies can theoretically take advan-
tage of the enhanced spectro-temporal modulation sensitivity in CI
patients to potentially improve speech recognition and intelligi-
bility. Sabin et al. (2012) found that in NH subjects, improved
sensitivity to a specific spectro-temporal modulation stimulus
cannot be influenced by training the corresponding stimuli that
have either spectral-modulation-only or temporal-modulation-
only. The results of our study thus suggest that there may be a
benefit to using training strategies that focus on spectro-temporal
sensitivity, rather than training on the cues in isolation. Training
effects may thus have more robust benefits for speech under-
standing if combined spectro-temporal sounds are used, rather
than single-cue stimuli. Finally, the findings indicate that dual
spectro-temporal processing strategies for CI speech processors
could theoretically exploit the enhancements offered by spectral-
temporal cues to improve speech intelligibility.
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